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PREFACE 


This  supplement  to  the  Final  Report  for  Phase  II  was  prepared  by  RCA 
Laboratories,  Princeton,  New  Jersey  under  Contract  No.  N00014-83-C-0524  for  the 
Naval  Medical  Research  and  Development  Command,  Bethesda,  Maryland.  The  work  on 
Phase  II  was  performed  from  July  1,  1984  through  March  31,  1985  at  the  RCA 
Microwave  Technology  Center,  Dr.  Fred  Sterzer,  Director.  The  program  was  super¬ 
vised  by  Markus  Nowogrodzki ,  Head  of  the  Microwave  Subsystems  and  Special 
Projects  Group.  The  Project  Scientist  was  Robert  W.  Paglione,  Member  of  the 
Technical  Staff,  with  technical  support  provided  by  Francis  J.  Wozniak  and 
Eugene  C.  McDermott. 


I.  INTRODUCTION 


A  full  description  of  the  microwave  radiometer  is  given  in  the  Final 
Report-Phase  II  previously  submitted.^  This  report  presents  the  data  that  was 
measured  clinically  on  one  patient,  and  a  detailed  operating  manual  for  the 
instrument. 

II.  CLINICAL  EVALUATION  OF  THE  PROTOTYPE  RADIOMETER 

s  The  prototype  radiometer  was  used  to  evaluate  a  patient  with  acute 
appendicitis. symptoms  at  the  Hospital  Center  at  Orange,  Orange,  NJ  on  October 
31,  1986.  The  chart  for  this  patient  is  shown  in  Fig.  1.^  The  skin  temperatures 
were  normal  and  uniform  in  all  four  quadrants.  The  radiometric  temperatures 
were  elevated  in  the  lower  quadrants  with  the  highest  temperature  being  recorded 
in  the  lower  right  quadrant.  A  burst  appendix  was  found  at  the  time  of  surgery 
(refer  to  the  operative  report  in  Fig.  2)  and  an  appendectomy  was  performed. 
The  excised  specimen  was  sent  to  pathology  and  their  findings  are  shown  in  Fig. 
3. 

III.  INSTRUCTIONS  FOR  USING  THE  RADIOMETER 


The  portable  radiometer  system  includes  the  prototype  radiometer,  a  Jbattery 
pack,  and  a  tuning  screwdriver  as  shown  in  Fig.  4.  PLEASE  NOTE!  The  thermistor 

that  is  used  to  monitor  the  surface  temperature  is  mounted  on  the  front  surface 

of  the  antenna  assembly  as  shown  in  Fig.  5.  This  is  a  very  fragile  assembly 

that  protrudes  beyond  the  surface  of  the  foam  sheet  that  covers  the  antenna. 

The  protective  cover  supplied  with  the  radiometer  should  remain  on  the  antenna 
enclosure  at  all  times  when  the  unit  is  not  in  use,  and  when  using  the  unit  care 
should  be  taken  so  as  not  to  shear  the  thermistor  off  as  the  radiometer  is  being 
moved  around  on  a  patient. 

i 

t 


The  radiometer  power  supply  cord  should  be  connected  to  the  battery  pack  as 
shown  in  Fig.  6.  PLEASE  NOTE!  The  red  terminals  on  the  cord  and  battery  should 


be  connected  together. 


To  measure  a  patient  with  the  prototype  radiometer,  proceed  with  the 


following  steps: 


Step  1.  Have  the  patient  lie  down  on  their  back  on  a  comfortable  surface 


and  expose  the  four  quadrants  for  a  measurement. 


Step  2.  Press  the  face  of  the  antenna  on  the  front  of  the  radiometer 


against  the  left  upper  quadrant  of  the  patient  so  that  the  tissues 


of  that  quadrant  are  touching  all  surfaces  on  the  front  of  the 


antenna  housing. 


Step  3.  Squeeze  the  trigger  on  the  pistol -grip  handle  of  the  radiometer  to 


enable  the  measurement  sequence.  A  blinking  cursor  will  appear  in 


character  position  #1  on  the  liquid-crystal  display  on  the  rear 


face  of  the  radiometer  as  shown  in  Fig.  7.  The  cursor  blinks  for 


up  to  45  seconds  until  the  radiometric  voltage  comes  within  the 


range  of  the  linearizing  equation  in  the  microprocessor.  The 


display  then  clears  and  the  surface  temperature  and  radiometric 


temperature  are  displayed,  as  shown  in  Fig  8  The  microprocessor 


software  is  listed  in  the  appendix. 


Step  4.  Insert  the  male  end  of  the  adjusting  screwdriver  into  the  hole  in 


the  cover  of  the  radiometer  enclosure  and  engage  the  screwdriver 


slot  in  the  potentiometer  beneath  the  hole  (Fig.  9) 


Step  5.  Adjust  the  potentiometer  (ccw  increases  temperature)  until  the 


radiometric  temperature  for  the  upper  left  quadrant  indicates  ap 


proximately  35.0JC. 


Step  6.  Hove  the  radiometer  in  sequence  from  the  right  upper  quadrant,  Tl, 
to  the  right  lower  quadrant,  T4,  repeating  steps  2  and  3. 

Step  7.  Record  the  data  on  the  patient’s  chart. 

IV.  BATTERY  CHARGING 

A  battery  charger  has  been  supplied  for  recharging  the  12V,  3.2Ah  battery 

pack.  To  recharge  the  battery:  1)  remove  the  cable  connecting  the  radiometer  to 
the  battery  pack;  2)  plug  the  battery  charger  into  a  standard  110V,  60Hz  single 
phase  line;  3)  connect  the  battery  cable  on  the  battery  charger  to  the  battery 
pack;  4)  charge  for  a  minimum  of  5  hours;  5)  disconnect  the  battery  cable  from 
the  battery  pack;  and  6)  unplug  battery  charger  from  the  AC  line.  NOTE:  It  is 
important  to  follow  the  above  sequencing  or  the  battery  charger  may  be  damaged. 


V.  APPENDIX 
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FIGURE  CAPTIONS 


Chart  for  the  patient  measured  with  the  prototype  radiometer. 

Operative  report  for  the  patient  measured  with  the  prototype 

radiometer. 

Pathology  report  for  the  patient  measured  with  the  prototype 

radiometer. 

Photograph  of  the  portable  radiometer  system. 

Photograph  showing  the  location  of  the  surface  thermistor. 

Photograph  showing  the  proper  connection  of  the  radiometer  power 
supply  cord  to  the  battery  pack. 

Photograph  showing  the  blinking  cursor  in  character  position  #1  on 
the  liquid-crystal  display. 

Photograph  showing  the  display  of  surface  and  radiometric 
temperatures. 

Photograph  showing  the  adjusting  screwdriver  in  the  hole  in  the  cover 
of  the  radiometer  enclosure. 
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OPERATF 72  REPORT 


PREOPERATIVE  DIAGNOSIS:  ACUTE  APPENDICITIS. 

POSTOPERATIVE  DIAGNOSIS:  ACUTE  GANGRENOUS  APPENDICITIS  WITH  PER  I  TON 

IT  I S . 


OPERATION  PERFORMED: 


EXPLORATORY  LAPAROTOMY,  APPENDECTOMY  WITH 
DRAINAGE  OF  PERITONEAL  FLUID. 


SURGEON:  Dr.  Patel  DATE  OF  SURGERY: 

ASSISTANT:  Dr.  Monteagudo 


FINDINGS:  This  patient  had  acute  appendicitis  with  peritoneal  fluid  into 
the  right  gutter  as  well  as  the  cul  de  sac.  No  other  abnormality  was  found. 

TECHNIQUE:  Under  general  anesthesia  the  patient  was  prepped  and  draped  in 

the  usual  sterile  manner  and.  a  transverse  incision  was  made  which  was 
carried  through  the  subcutaneous  tissue.  Hemostasis  was  achieved  by  electro 
coagulation.  External  oblique  aponeurosis  was  split  in  the  direction  of 
its  fibers  and  the  internal  oblique  and  transversal i s  was  split  in  the 
direction  of  its  fibers.  The  peritoneum  was  opened  and  as  soon  as  it  was 
opened,  the  peritoneal  fluid  was  gushing  out  of  the  wound  which  was  obtained 
for  culture  and  sensitivity.  Aspiration  was  performed.  There  was  about 
200  cc.  of  purlent  fluid,  foul  smelling  liquid  was  recovered.  The  appendix 
was  stuck  into  the  right  adnexael  area  which  was  difficult  to  deliver.  The 
incision  was  enlarged  and  it  was  delivered  and  removed  under  direct  vi  sion, 
The  mesoappendix  was  clamped  and  ligated  with  #2-0  chromic  catgut.  The 
appendiceal  stump  was  doubly  ligated  with  #2-0  chromic  catgut.  No  attempt 
was  made  to  invaginate  it.  Appendectomy  was  performed  in  this  fashion. 

The  omentum  was  also  stuck  and  was  hemorrhaging  initially  so  it  was 
clamped  and  divided  with  #2-0  chromic  catgut.  Copious  irrigation 

was  performed  in  the  right  gutter  and  left  gutter  as  well  as  the  cul  de  sac. 
After  satisfactory  drainage  of  the  peritoneal  fluid  and  pus,  the  common 
viscera  was  returned  to  its  anatomical  position  and  the  peritoneum  was 
closed  by  #2-0  chromic  catgut  in  continuous  fashion  and  the  internal  oblique 
and  transversal i s  was  closed  with  purse  suture  with  #2-0  chromic  catgut. 

Each  and  every  layer  was  successfully  irrigated  with  Bacitracin  solution. 

The  external  oblique  was  closed  in  a  similar  fashion.  The  subcutaneous 
tissues  were  closed  with  #3-0  chromic  catgut.  A  Penrose  drain  was  placed 
into  the  subcutaneous  tissue  and  the  skin  was  closed  with  clips.  A  sterile 
dressing  was  applied.  The  patient  tolerated  the  procedure  fairly  well  and 
the  Penrose  drain  was  secured  with  #2-0  black  suture.  Estimated  blood  loss 
about  30  cc.  The  patient  tolerated  the  procedure  fairly  well. 

DRP :nac  6286-05  DHIRAJKUMARR.  PATEL,  M.D. 

D:  12/4/86 
T:  ~  12/5/86  .1 

OPERATIVE  REPORT 
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Fig.  2.  Operative  report  for  the  patient  measured  with  the  prototype  radiometer 
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Department  of  Pathology 
Hospital  Cantar  at  Oranga 
Oranga.  New  Jaraay  070S1 


Surgical  Pathology  •  Tissue  Examination 


GROSS: 

The  specimen  consists  of  an  appendix  and  a  segment  of  omentum.  The  appendix 
is  7  cm  long  and  the  proximal  end  is  1 . 2  cm  in  diameter  while  the  distal  end 
is  1  cm  in  diameter.  The  serosal  surface  is  reddish-brown  and  dull  and  part  of 
the  surface  contains  some  gray  friable  material.  Separate  pieces  of  omental 
fat  measures  1 0  x  3  x  2  cm  and  is  reddish-yellow  and  indurated.  The  surface 
is  dull  and  covered  by  some  gray  friable  material. 


MICROSCOPIC: 

The  appendiceal  lumen  is  filled  with  neutrophils  which  infiltrate  through  the  wall. 
Part  of  the  wall  shows  necrosis.  The  omental  fat  has  fibrinopurulent  exudate. 


DIAGNOSIS:  Acute  gangrenous  appendicitis  with  periappendicitis. 
Omental  fat  with  peritonitis. 


Fig.  3.  Pathology  report  for  the  patient  measured  with  the  prototype  radiometer. 


SURGICAL  PATHOLOGY  •  TISSUE  EXAMINATION 
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showing  the  proper  connection  of  the  radiometer  power 
to  the  battery  pack. 


Photograph  showing  the  display  of  surface  and  radiometr 


totoyraph  showing  the  adjusting  screwdriver  in  the  hole  in  the  c 
f  the  radiometer  enclosure. 


